ABSTRACT: Polymerase chain reaction (PCR) multiplexed assays perform best when the input quantity of template DNA is controlled to within about a factor of √2. To help ensure that PCR assays yield consistent results over time and place, results from methods used to determine DNA quantity need to be metrologically traceable to a common reference. Many DNA quantitation systems can be accurately calibrated with solutions of DNA in aqueous buffer. Since they do not require external calibration, end-point limiting dilution technologies, collectively termed "digital PCR (dPCR)", have been proposed as suitable for value assigning such DNA calibrants. The performance characteristics of several commercially available dPCR systems have recently been documented using plasmid, viral, or fragmented genomic DNA; dPCR performance with more complex materials, such as human genomic DNA, has been less studied. With the goal of providing a human genomic reference material traceably certified for mass concentration, we are investigating the measurement characteristics of several dPCR systems. We here report results of measurements from multiple PCR assays, on four human genomic DNAs treated with four endonuclease restriction enzymes using both chamber and droplet dPCR platforms. We conclude that dPCR does not estimate the absolute number of PCR targets in a given volume but rather the number of accessible and amplifiable targets. While enzymatic restriction of human genomic DNA increases accessibility for some assays, in well-optimized PCR assays it can reduce the number of amplifiable targets and increase assay variability relative to uncut sample. H ighly multiplexed polymerase chain reaction (PCR) genomic assays perform best when the quantity of template DNA is controlled within a fairly narrow range.
H ighly multiplexed polymerase chain reaction (PCR) genomic assays perform best when the quantity of template DNA is controlled within a fairly narrow range. 1 Commercial short tandem repeat (STR) multiplexes for human identity have been developed that coamplify DNA at more than 20 genetic loci with 0.25 ng to 0.5 ng DNA as the recommended template quantity. Since PCR assays ideally double the quantity of amplified DNA (amplicon) with each amplification cycle, this requires control of the template quantity used with these multiplexes to within about a factor of √2 ≈ 1.4 (i.e., half of a PCR amplification cycle).
To better achieve this level of control, forensic laboratories routinely calibrate their DNA quantitation systems with reference solutions of human genomic DNA in aqueous buffer. To ensure that assay protocols can be successfully shared among laboratories and over time, the values assigned to these reference materials should be metrologically traceable 2 to an accessible, internationally recognized reference system such as the International System of Units (SI). 3 Measurement systems capable of counting the number of highly conserved, unique nucleotide sequences in a known sample volume have the potential to provide such traceability.
Dilutions assays have long been used in the biological sciences for estimating the number of uniquely distinguishable entities. 4, 5 The utility of combining PCR with end-point limiting dilution for estimating the number of targets in a given volume (copy number) was exploited soon after PCR's introduction, 6 with the general technique being termed "digital PCR (dPCR)" some years later. 7 Relatively recently, a number of commercial dPCR systems have become available, many aspects of their performance characterized, and guidelines proposed for publication of results from dPCR experiments. 8 Many factors influencing the measurement of copy number using these systems have been evaluated and recently reviewed. 9 Because dPCR results are obtained without relation to a DNA standard, the technology has been proposed as having the potential to be considered a primary method 2 for estimating DNA copy number. 10 However, the majority of studies that have explicitly addressed the metrological accuracy 2 (a concept encompassing both precision and bias) of dPCR systems did so using viral, plasmid, fragmented genomic DNA, or probed intact genomic extracts with only a single PCR assay. Such studies have not addressed some potential sources of bias that could influence the accuracy of dPCR measurements of human genomic DNA.
As part of our effort to provide the forensic human identity and other interested communities with reference materials appropriate to their needs, we have used both chamber (cdPCR) and droplet (ddPCR) platforms to evaluate human genomic DNA extracts from several sources using a number of PCR assays. In cdPCR, samples are partitioned into a fixed number of fixed-size chambers. In ddPCR, samples are partitioned into a variable but large number of droplets of nominally equal and reproducible volume. In ideal digital systems, a sample is partitioned such that every target has an equal chance of being in any given partition (chamber or droplet), each partition contains zero to a few target sequences, and the fraction of partitions that contain no target is neither too small nor too large. When these conditions hold and every partition has an equal chance of being interrogated, then the number of partitions that contain at least one target sequence relative to the total number of partitions, N pos /N total , estimates the average number of targets per partition, λ, via the Poisson relation: λ = −ln(1 − N pos /N total ). Positive partitions are defined as those with fluorescence intensity above threshold after a suitably large number of PCR amplification cycles.
In this report, we demonstrate that (1) dPCR systems do not estimate the absolute number of targets in a given volume but rather the number of accessible, amplifiable targets; (2) while enzymatic fragmentation can make targets more accessible to PCR amplification, it typically decreases the number of targets amplified; (3) different PCR assays may provide different estimates for the number of targets in a given volume due to differences in target accessibility; (4) accessibility can differ among cdPCR and ddPCR platforms, and (5) cdPCR and ddPCR results for several well-validated PCR assays have the potential to reliably value assign human genomic DNA reference materials.
■ MATERIALS AND METHODS
dPCR Systems. Chamber-Digital PCR (cdPCR). We use a Fluidigm BioMark (South San Francisco, CA) cdPCR real time/end point limiting dilution assay system with BioMark 12.765 and 48.770 digital arrays. Each analysis uses a disposable microfluidic device ("chip"): the 12.765 chip has 12 panels each containing 765 chambers each of nominal volume 6 nL and the 48.770 chip has 48 panels each containing 770 reaction chambers each of nominal volume 0.85 nL. Any PCR master mix that contains the passive reference dye ROX can be used with this cdPCR system since the Fluidigm specific reagent that prevents sample binding with the microfluidic channels, 20X GE Loading Reagent, is added separately. Samples are amplified using a temperature ramp of 2°C/s, an initial hold at 95°C for 10 min then 60 cycles of 95°C for 15 s with annealing at 58, 60, or 62°C for 60 s. While this real-time cdPCR system monitors fluorescence intensity in all of the chip's reaction chambers at the completion of each amplification cycle, to help ensure that all chambers containing at least one target are detected, we use the N pos results at a 60-cycle amplification end point. N total is always the number of chambers per panel (765 or 770).
Droplet-Digital PCR (ddPCR). We use a QX100 ddPCR system (Bio-Rad, Hercules, CA) where droplets are formed in a disposable microfluidic cartridge that mixes droplet generating oil with the DNA in a vacuum-operated droplet generator. The surfactant used to stabilize the emulsion is proprietary and included in the master mix; therefore, only Bio-Rad master mixes are compatible with this system. Generated droplets from each sample are transferred to one well of a 96-well plate. After all samples are transferred, the plate is heat-sealed with foil and PCR amplified using a well-calibrated thermal cycler. Samples are amplified using a temperature ramp of 2.5°C/s, an initial hold at 95°C for 10 min then 40 cycles of 94°C for 30 s with annealing at 58, 60, or 62°C for 60 s, a hold at 98°C for 10 min to harden the droplets, and a final hold at 4°C until the samples are removed. The manufacturer suggests amplifying for more than 40 cycles may reduce the number of countable droplets. After amplification, the 96-well plate is transferred to the Droplet reader which determines N neg and N total , where N total is the subset of droplets (typically 10000 to 20000) in each well that are read and accepted as valid.
Samples. DNA extracts from four sources were evaluated. 13 This genomic DNA was isolated in 2006 from the white blood component of human Buffy coat cells using a modified "salting out" procedure. 14 The extracted DNA was air-dried in a laminar flow hood, solubilized in TE −4 pH 8.0 buffer, and stored in a PFA container at 4°C. The [DNA] of this solution is about 100 ng/μL. Gel electrophoresis in mid-2015 indicated that the NIST2 DNA is very little fragmented, the majority of the DNA sufficiently large to not migrate into the gel and the remainder with electrophoretic mobilities consistent with lengths greater than 10171 bp (see Figure 1 , sample TE).
Material NIST3. This material was freshly prepared from an aliquot of the Buffy coat cells used for the single-source male component A of SRM 2372. This genomic DNA was extracted using the procedure described for the NIST2 material. of reagents and conditions, for use with dPCR systems. Nine uniplex PCR assays were used in this study, one commercial and eight developed at NIST. All assays report amplification via the fluorescence intensity of a 6-carboxyfluorescein (FAM) fluorophore. Table 1 details the primer and probe sequences for these assays.
Quantifiler. The Quantifiler Human DNA Quantification Kit (Life Technologies) 15 is used by the human identity community for quantifying the DNA concentration of extracted samples prior to short tandem repeat (STR) profiling. The primers and probe sequences used in this assay are proprietary as are the details of the composition of the kit's reagents.
NIST-Developed Assays. Eight PCR assays developed at NIST were used for this study. Five of these assays target nucleotide sequences related to housekeeping genes. The PCR targets for the other three assays were chosen to be upstream or downstream of well-documented short tandem repeat (STR) loci. The primer and probe sequences for these assays were designed using Primer Express (Applied Biosystem, Foster City, CA) and RealTimeDesign Software (Biosearch Technologies, Petaluma, CA). All assays were confirmed to target unique and relatively invariant sequences using NCBI/BLAST/ blastn suite. 16 All primers were purchased from Eurofins MWG Operon (Huntsville, AL). Black Hole Quencher and Black Hole Quencher Plus probes were purchased from Biosearch Technologies. Taqman MGB probes were purchased from Life Technologies.
For every 20 μL cdPCR reaction prepared for these eight assays, we combined 10 μL Gene Expression master mix (Life Technologies), 1.5 μL of each 5 μmol/L forward and reverse primers, 1 μL of 5 μmol/L probe, 2 μL PCR-grade water, 2 μL 20× GE Sample Loading Reagent (Fluidigm), and 2 μL DNA solution. For the 48:770 chips, the [DNA] of this solution was volumetrically diluted with TE −4 to be within the range from 10 to 25 ng/μL. To accommodate the ≈7-fold greater volume of the 12.765 chips, for these chips the [DNA] was diluted to be within the range from 1.5 ng/μL to 3.6 ng/μL. For every 20 μL ddPCR reaction prepared for these assays, we combined 10 μL ddPCR Supermix for Probes (no dUTP) master mix (Biorad), 1.5 μL of each 5 μmol/L forward and reverse primers, 1 μL of 5 μmol/L probe, 4 μL PCR-grade water, and 2 μL DNA solution volumetrically diluted with TE −4 so that the [DNA] was within the range from 10 to 25 ng/μL.
The [DNA] in the reaction mixtures were designed to provide λ values in the range of 0.2 to 0.5 copies per partition. Restricting λ to within this range helps ensure that dispersal of the genomic targets is random and independent while minimizing the variability intrinsic to Poisson processes. 17 Restriction Enzymes. Restriction enzymes (endonucleases) cut DNA with high reliability at specific base-pair sequences.
18 Table 2 lists the four enzymes that we chose to use and a few of their properties. Enzymes used in the study were purchased from New England Biolabs (Ipswich, MA).
One unit of enzyme is defined as the amount required to digest 1 μg of lambda DNA in 1 h at 37°C in a total reaction volume of 50 μL. To ensure complete restriction, 20 units were used for each 1 μg of human genomic DNA, and the mixtures were incubated at 37°C for 2 h. See Table 3 for the composition of the reaction mixtures for the four enzymes.
The SeqBuilder (DNASTAR, Madison WI) chromosome mapping software was used to determine the size of the fragment containing the target sequence after enzymatic restriction for the eight NIST-developed assays. the size of the amplicon for these assays, the number of bps upstream and downstream of the amplicon, and the total fragment size. If cutting is complete, assays with target sequences containing a restriction site will not amplify the cut DNA.
After preparing the solutions, the DNA was cut by heating to 37°C for 2 h, cooled, and stored at 4°C until used. Heating was accomplished using a well-calibrated incubator. No attempt was made to deactivate these nuclease enzymes before initiating PCR amplification.
Control samples, hereafter referred to as "TE" controls, were prepared for each of the DNA materials by diluting 2/[DNA] μL of master solution with TE −4 buffer to a total volume of 50 μL. These TE controls were held without further manipulation at 4°C until used. Secondary control materials for several of the DNAs, hereafter referred to as "Sham" controls, were prepared as described in Table 4 but using enzyme that had first been deactivated by heating to 98°C for 1 h.
After cutting, the treated materials and the TE control were diluted 4-fold with TE −4 buffer. Cutting completeness was determined by gel electrophoresis. Thirty milliliters of 0.7% Trevigel 5000 gel matrix was prepared in 1× TAE buffer (40 mmol/L Tris, 20 mmol/L acetic acid, 1 mmol/L EDTA) in a 125 mL flask. The flask was sealed with durafilm, microwaved until the liquid boiled, swirled until the matrix appeared uniform, and then cast. After the gel solidified at room temperature, it was stored at 4°C for 1 h prior to loading. Wells were loaded with 1 μL of loading buffer and 5 μL of the diluted sample. The gel was electrophoresed at 45 V for 2−3 h. Gel electrophoresis confirmed the expected fragmentation patterns for the enzyme-treated materials. Figure 1 displays an image of the gel for the NIST2 DNA. Gels for the other DNAs were visually similar; see sifile2.
Experimental Designs. For the cdPCR 48:770 determinations, a maximum of two assays were loaded into the 48 panels of a given chip, each chip using the annealing temperature appropriate to the assays. If the assays were compatible with all enzyme treatments then four panels were allocated to each of the four treatments, the TE control, and no temple controls (NTCs). For assays that were compatible with only three of the treatments, we doubled the number of TE controls. For assays that were compatible with only two of the treatments, we allocated six panels to each of the remaining two treatments, TE control, and NTC.
Since the 12:765 chips are more expensive than their 48:770 siblings, provide only a quarter of the information per chip, and take just as long to analyze, these chips were only used occasionally to compare platform performance issues. When used, a minimum of two panels were allocated to each of the assay-compatible assays, TE control, and NTCs.
Each ddPCR QX100 droplet generation cartridge has eight sample wells. We typically allocated two cartridge wells per sample and used as many cartridges as necessary to evaluate all assays at each of the 58, 60, or 62°C annealing temperatures. For assays that were not compatible with all four enzyme treatments, we increased either the number of wells allocated to all remaining treatments or just the number of TE controls. Regardless of the number of cartridges used, the sample droplets were loaded as symmetrically as possible into the interior of the 96-well plate.
For all systems and all assays, once it was confirmed that the NTCs were routinely negative (typically zero and at most 0.02% positive partitions), the analytical resources originally devoted to NTCs were used to increase either the number of replicate determinations of all remaining treatments or just the number of TE controls.
Computation. The Fluidigm Digital PCR Analysis Tool provided by the manufacturer was used for all primary reduction of cdPCR results using assay-specific global intensity thresholds and a quality score threshold of 0.1. "Detailed Table  Results " were exported into a spreadsheet for further manipulation. The QuantaSoft software provided by the manufacturer was used for all primary reduction of ddPCR results using analystspecified assay-specific intensity thresholds. Summary results were exported into a spreadsheet for further manipulation.
All cdPCR and ddPCR export files used in this study are provided as spreadsheet workbooks in sifile6. Sifile3, sifile4, and sifile5 also provide exemplar diagnostic graphics for all assays, sample treatments, and DNAs.
■ RESULTS AND DISCUSSISON
In principle, selective fragmentation of complex genomic materials via restriction enzymes can make target sites more accessible to the primers and probe, polymerase, and other reagents required for successful PCR amplification and detection. Improving accessibility could increase the measured number of targets. However, restriction may result in other fragmentation either from incomplete restriction specificity or mechanical damage in the course of the cutting process. Such fragmentation may destroy or damage target sites, reducing the number of amplifiable targets and thus decreasing the measured copy number.
We investigated the relative influences of target accessibility and amplifiability in a series of analyses performed under repeatability conditions: over a relatively short period of time by one analyst using the same equipment, reagents, and sample stocks.
For each of the nine PCR assays studied, five treatment protocols were evaluated: cut with AluI, cut with HaeIII, cut with EcoRI, cut with PstI, and untreated control TE. For each assay and treatment combinations, the cut and TE control were evaluated using both 48.770 cdPCR and ddPCR at the optimized annealing temperature of each assay.
Fragmentation and Increased Accessibility. As documented elsewhere, 19 enzymatic restriction can dramatically reduce the number of "late start" cdPCR chambers. Figure 2 documents the differences in the Quantifiler assay's amplification behavior with ( Figure 2A ) and without ( Figure 2B ) AluI restriction. The effect is much reduced but still noticeable in ddPCR ( Figure 2C) . We attribute the decrease in the number of atypical chambers and droplets to increased target accessibility following restriction.
We define late-start cdPCR chambers as those where the signal exceeds an assigned threshold after the first half-cycle gap in the cumulative distribution of threshold crossings (Cts). While arbitrary, this decision rule is easily implemented and provides reproducible values. By this rule, there are no late-start chambers with the AluI-treated material in Figure 1A and 13% late-starts for the untreated DNA of Figure 1B . Note that the shape of the late-start amplification curves does not significantly change with increasing cycles and that chambers continue to turn positive even 20 cycles beyond the typical 40 cycle termination.
While a distribution-based method for differentiating ddPCR positive from negative droplets has been developed, 20 quantifying droplet rain is more problematic, particularly when the upper band of highly fluorescent droplets is not compact or well-separated from the lower background band. With well-behaved assays, we estimate the rain on the basis of two visual assessments: droplets visually separate from the upper edge of the compact distribution of low-signal droplets and visually separate from the lower edge of the compact distribution high-signal droplets. By this rule, 1.9% of the 5700 positive droplets of AluI-treated material that are above the lower threshold in Figure 1C are rain versus 2.7% of the 7825 positive droplets of the untreated material. Thus, only a minority of the rain in Figure 2C can be attributed to "latestart" droplets.
We also observe improved accessibility following restriction with HaeIII and PstI but not EcoRI. The target sequence for the Quantifiler assay is within the hTERT gene, a region of 41881 bp. The AluI, HaeIII, and PstI enzymes all fragment this region into lengths of at most 3800 bp. However, the EcoRI enzyme has only four cut sites within this region, yielding beginning and end fragments of at least 17758 bp and 15081 bp. We speculate that the Quantifiler target lies within one of these long fragments.
While much less dramatic, late-start reduction also occurs with other assays. Figure 3 displays the percent of late-start cdPCR chambers and rain droplets, averaged over the eight assays and four DNAs. In cdPCR, the greatest reduction in the number of late-starts is with the enzymes that yield the smallest fragments. In ddPCR, all four enzymes yield the same small difference between rain in the untreated and enzyme-treated DNAs. This difference in enzyme-linked performance between the two platforms suggests that targets are more consistently accessible in droplets than in chambers.
The marginal difference between the cut and untreated DNAs with ddPCR suggests that accessibility is not a major cause of droplet rain. However, it should be considered as a potential cause of droplet rain along with droplet size differences, coagulation, incomplete mixing of droplet reagents, and target sequence variants. 18 Fragmentation and Decreased Amplifiability. While enzymatic fragmentation decreases the proportion of late-start chambers and rain droplets relative to untreated DNA, for the NIST-developed assays it almost always decreases the number of those positives. Figure 4 displays the change in λ for the four enzymatic treatments, λ treat , relative to the untreated materials, λ TE . We attribute the decrease in λ to decreased target amplifiability. That is, damage to targets that prevents their amplification.
The reduction in positive partitions in both cdPCR and ddPCR is greatest for the enzymes that produce the smallest fragments. However, the PstI results suggest that the magnitude of reduction can be specific to each sample and enzyme combination. Unlike the accessibility evidence presented in Figure 3 , there is no systematic difference in the enzyme-linked loss of amplifiability between the cdPCR and ddPCR platforms.
While the relatively consistent differences between the enzymes suggests that the observed loss in amplifiability could be nonspecific restriction either from the enzyme itself or DNAase impurities, this does not appear to be the primary cause of target loss. Figure 5 displays the relative change in λ between cut, λ treat , and sham-cut, λ sham , samples (that is, samples treated exactly the same as the cut materials but using an enzyme that had been thoroughly deactivated). Only for HaeIII is the reduction in targets reproducibly greater in the cut than in the sham-cut materials.
Neither the buffer system used during restriction (see Table  3 ) nor its concentration in the final sample mixture seem related to amplifiability. We speculate that the loss of amplifiable targets may be related to mechanical damage during the extra sample manipulation required to cut DNA and possible irreversible conformational changes induced by the restriction process.
Differences among Assays. Figure 6 displays the relative λ differences for each assay, λ assay , relative to the mean, λ mean , of the NIST assays for each DNA with each platform. The eight NIST assays have been optimized to have few late-start chambers or rain droplets with untreated DNA and to maximize λ for given samples on a given platform. Four of these assays were modified from their original qPCR implementations to achieve these goals. Seven successful qPCR assays did not translate well to dPCR.
The 20% difference between the Quantifiler cdPCR and ddPCR results demonstrates that dPCR assays can have significant between-platform bias. For the eight NIST assays with samples of λ from 0.16 to 0.60, the 95% confidence between-assay relative precision is 4%. The lack of correlation between the cdPCR and ddPCR differences for these eight assays suggests that this variability cannot be assigned to assay- or platform-specific bias but rather represents the expected limiting imprecision among well-optimized dPCR assays.
■ CONCLUSIONS dPCR systems do not directly assess the total number of targets originally in a sample, they assess only those targets that are accessible and amplifiable. Since any and every manipulation of a DNA extract may damage or destroy targets, ideally sample materials should not be enzymatically cut or otherwise fragmented before analysis. However, dPCR assays must either be confirmed to work efficiently with untreated material or the fraction of targets made inaccessible during fragmentation must be quantitatively determined. Both goals can be accomplished by comparing λ for untreated and enzyme-cut genomic DNAs. We have investigated only four of the many readily available restriction enzymes; based on this limited experience, we find that enzymes giving mean fragment lengths of several thousand bp do less damage than those that cut DNA into smaller fragments.
Since different PCR assays measure different targets, no single PCR assay is likely to provide sufficiently definitive dPCR results for accurate characterization of the amount of human genomic DNA. Results from several assays, with targets on different chromosomes, are needed to adequately characterize the assay variability.
While any successful qPCR assay is a reasonable candidate for use in dPCR, it must be separately validated for each dPCR platform used. Successful implementation in one platform does not necessarily imply success in another. We chose not to use assays unless they perform well in both our cdPCR and ddPCR systems. Among the more basic criteria of stability, acceptable linearity, good repeatability, and truly negative NTCs we require that there be (1) few late-starts and little rain, (2) distinct separation between the signals for negative and positive partitions, (3) reasonable agreement among assays within each platform for several genomic DNAs from different donors, and (4) a consistent relationship between the cdPCR and ddPCR λ estimates. While we wish to directly compare cdPCR and ddPCR copy concentration estimates, meaningful characterization will require improved assessment of chamber and droplet volumes.
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